Effects of stray capacitance to ground in three electrode monopolar needle bioimpedance measurements.
Positive phase angle is documented and analyzed in a three electrode monopolar needle measurement. Inductance equivalent behavior of the stray capacitance to ground is described as error source in a non-inductive sample measurement.